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Introduction: Recently, remnant-preserving anterior cruciate ligament (ACL) reconstruction has been increasingly performed to achieve 
revascularization, cell proliferation, and recovery of high-quality proprioception. However, poor arthroscopic visualization makes accurate socket 
placement during remnant-preserving ACL reconstruction difficult. This study describes a surgical technique used to create an anatomical femoral 
socket with a three-dimensional (3D) fluoroscopy based navigation system during technically demanding remnant-preserving ACL reconstruction. 
Surgical Technique: After a reference frame was attached to the femur, an intraoperative image of the distal femur was obtained, transferred to the 
navigation system and reconstructed into a 3D image. A navigation computer helped the surgeon visualize the entire lateral wall of the femoral notch 
and lateral intercondylar ridge, even when the remnant of the ruptured ACL impeded arthroscopic visualization of the bone surface. When a guide 
was placed, the virtual femoral tunnel overlapped the reconstructed 3D image in real time; therefore, only minimal soft tissue debridement was 
required. 

Materials and Methods: We treated 47 patients with remnant-preserving ACL reconstruction using this system. The center of the femoral socket 
aperture was calculated according to the quadrant technique using 3D computed tomography imaging. 

Results: The femoral socket locations were considered to be an anatomical footprint in accordance with previous cadaveric studies. 

Conclusions: The 3D fluoroscopy-based navigation can assist surgeons in creating anatomical femoral sockets during remnant-preserving ACL 

reconstruction. 
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Introduction 

The anterior cruciate ligament (ACL) is a site injured frequent- 
ly; consequently, ACL reconstructions are widely performed. 
Despite recent improvements in ACL reconstruction, subsequent 
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graft ruptures, residual instability, and limited sports performance 
after surgery remain unresolved issues. To resolve these, preser- 
vation of the remnant tissue of ACL has been attracting attention 
of late. ACL remnants may potentially enhance revascularization 
and cell proliferation and promote the recovery of high-quality 
proprioception and stability 1 5) , and to achieve these, a remnant- 
preserving ACL reconstruction technique was recently developed 
with good outcomes 6 8) . However, poor arthroscopic visualization 
makes accurate socket placement during remnant-preserving 
ACL reconstruction difficult. 

Since 2007, we have used a three-dimensional (3D) fluoroscopy- 
based navigation system to position the femoral socket accurately 
and reproducibly during anatomical ACL reconstruction using 
hamstring tendon grafts or a bone-patellar tendon-bone (BTB) 
graft 910) . This method is particularly appropriate for remnant- 
preserving ACL reconstruction because it enables visualization of 

www.jksrr.org 



168 



Knee Surg Relat Res, Vol. 26, No. 3, Sep. 201 4 1 69 




Fig. 1. Image data acquisition and recon- 
struction. (A) Intraoperative three-di- 
mensional images are acquired with the 
C-arm. (B) The acquired image data are 
downloaded to the navigation computer. 



the lateral wall and roof of the femoral intercondylar notch, both 
of which are less easily visualized by arthroscopy Using this sys- 
tem, the surgeon can identify the lateral intercondylar ridge (LIR), 
which is an important topographical landmark used to identify 
the femoral attachment of the ACL with minimal debridement of 
the remnant n) . 

The present report aimed to describe remnant-preserving ACL 
reconstruction using a 3D fluoroscopy-based navigation system 
and determine the usefulness of this system in the successful cre- 
ation of an accurately placed femoral socket. 

Surgical Technique 

1. Image Data Acquisition and Reconstruction 

The reference frame (Orthopaedic Frame HC; Medtronic Inc., 
Louisville, CO, USA) was attached rigidly to the femur with two 
half-pins at the beginning of surgery. Intraoperative 3D images 
were acquired with the C-arm of Arcadis Orbic 3D (Siemens 
AG, Erlangen, Germany) (Fig. 1A). The C-arm of the image 
intensifier was equipped with a wireless tracker (Stealth Active 
wireless tracker S/N 130, Medtronic Inc.) to allow image capture 
and automatic registration by the navigation computer. The ac- 
quired image data were downloaded to the navigation computer 
(StealthStation TRIA plus, Medtronic Inc.) and a 3D image of the 
distal femur was reconstructed on the computer screen (Fig. IB). 
The medial half of the 3D-reconstructed distal femur was deleted 
using a specific function of the computer software to provide a 
better view of the lateral wall and the roof of the femoral inter- 
condylar notch (Fig. 2). 

2. Graft Selection, Harvesting, and Preparation 

In most cases, both BTB and hamstring grafts were available. 




Fig. 2. Navigation views of the right knee. The surface of the lateral wall 
of the intercondylar notch in an orthogonal projection is visualized on 
the navigation computer screen. Concurrent axial, coronal, and sagittal 
two-dimensional images of any point can also be referenced. 

Grafts were selected by a surgeon who took into consideration 
the activity of patients, the types of sports they may be involved 
in, and patient preference. BTB graft was selected primarily for 
young male or collision/contact athletes, while hamstring grafts 
were selected for the others during the study period. BTB grafts 
were 10 mm in width and harvested with bone plugs at both 
ends from the central portion of the patellar tendon. The femoral 
bone plug for a rectangular socket was usually 5x10x15 mm as 
described by Shino et al. 12) . It was connected to an EndoButton 
(Smith & Nephew Endoscopy, Andover, MA, USA) using No. 5 
and No. 2 FiberWires (Arthrex Inc., Naples, FL, USA). For the 
hamstring tendon grafts, the semitendinosus tendon was primar- 
ily harvested. When the length or diameter of semitendinosus 
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tendon was insufficient, the gracilis tendon was also harvested. In 
most cases, the anteromedial (AM) bundle consisted of a doubled 
semitendinosus tendon combined with a doubled gracilis ten- 
don, whereas the posterolateral (PL) bundle consisted only of a 
doubled semitendinosus tendon. The semitendinosus or gracilis 
tendon may be triple-stranded. The graft for the AM bundle was 
a minimum of 65-mm in length and 6-mm in diameter, whereas 
that for the PL bundle was a minimum of 60-mm in length and 
5-mm in diameter. The intraosseous graft length should be at 
least 14 mm. Each graft was connected to an EndoButton CL 
(Smith & Nephew Endoscopy) in the usual manner. 

3. Computer Navigation- Assisted Femoral Socket Preparation 

When the remnant tissue of ACL was scarred to the posterior 
cruciate ligament (PCL) or reattached to either the roof of the 
notch or the lateral wall, the minimal amount of the residual 
remnant was cleaned from the lower side to place the guide at the 
anatomical femoral attachment site using a thermal device. 



During debridement of soft tissues, the ACL remnant was re- 
tracted medially by a probe. Guide wire placement for femoral 
socket creation was performed using a femoral guide equipped 
with a tracker (SureTrak2 Universal Tracker, Large Passive 
Fighter; Medtronic Inc.). We used a far AM portal technique 130 
for femoral tunnel creation. With an arthroscope introduced 
through a lateral or medial portal, the tip of the femoral guide 
could be placed arthroscopically through a far AM portal at the 
designated location. 

When the remnant tissue impeded guide placement during 
positioning of the femoral guide through the far AM portal, the 
remnant tissue of ACL was carefully retracted medially through 
the medial portal. Image-interactive navigation enabled the sur- 
geon to confirm the position of the tip of the femoral guide on 
the 3D reconstructed image in real time (Fig. 3). After the tip of 
the guide was placed at the target point (center of a socket), and 
after the position of the guide tip was verified on the computer 
screen, a guide was inserted slightly, the femoral guide tip was 




Fig. 3. Arthroscopic and navigation views 
of the femoral guide. (A) Arthroscopic view 
of the lateral wall of the femoral intercon- 
dylar notch can be obtained through the 
anteromedial (AM) portal with the knee in 
90° flexion. The tip of the femoral guide is 
placed within the anatomical femoral foot- 
print through a far AM portal. (B) Naviga- 
tion view of the lateral wall and roof of the 
femoral intercondylar notch on the three- 
dimensional reconstructed image. The 
white arrow shows the tip of the femoral 
guide. 



Fig. 4. Navigation view of the right knee. (A) 
The three-dimensional image is rotated 90° 
on the navigation screen in order to evalu- 
ate the risk of a back wall blowout. (B) The 
image is rotated 180° to show the lateral 
aspect of the distal femur. 
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maintained within the femoral footprint, and the knee was fully 
flexed. Accordingly, displacement of the guide tip caused by knee 
flexion could be mostly prevented. On the navigation computer 
screen, the surgeon could then identify the entire image of the 
lateral wall of the femoral notch and LIR, even when arthroscopic 
visualization of the lateral wall of the intercondylar notch was 
impeded because of the presence of the remnant on deep knee 
flexion (Fig. 3). If the guide tip was displaced and was not ar- 
throscopically recognized, the surgeon could recognize it on the 
navigation monitor. Next, the 3D image was rotated 90° on the 



navigation screen where the risk of a back wall blowout could 
be evaluated (Fig. 4A). Finally, the 3D image was rotated 180° 
to reveal the lateral aspect of the distal femur on the navigation 
screen (Fig. 4B). The total length of the femoral tunnel could thus 
be evaluated at once. When the BTB graft was used, two paral- 
lel guide wires were inserted with a 5 -mm distance in the center 
of the femoral insertion along its long axis (Fig. 5). Conversely, 
when double-bundle reconstruction with hamstring grafts was 
performed, two guide wires for the AM and PL sockets were in- 
serted separately at the center of each footprint. After insertion 



Fig. 5. Intraoperative arthroscopic views 
of the right knee. (A) The triangles show 
residual remnant of the torn anterior cruci- 
ate ligament (ACL). (B) The ACL remnant 
is retracted medially by a probe. (C) The 
femoral guide (white arrow) is placed with- 
in the anatomical femoral footprint through 
a far anteromedial portal. (D) Two parallel 
guide wires are inserted within the femoral 
insertion of the ACL. The triangles show 
the residual remnant of the torn ACL and 
the black arrow shows the end of the guide 
pin. 




Fig. 6. Intraoperative arthroscopic views 
of the right knee. (A) Rectangular socket 
for bone-patellar tendon-bone graft (BTB) 
grafting. (B) The BTB graft is covered by 
the preserved remnant of the torn anterior 
cruciate ligament. 
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Fig. 7. Intraoperative arthroscopic views of 
the right knee. Double hamstring grafts are 
covered by the remnant of the torn anterior 
cruciate ligament. (A) The triangles show 
the graft for the anteromedial bundle. (B) 
The black arrow indicates the graft for the 
posterolateral bundle. 



of the guide wires during BTB grafting, they were overdrilled for 
an appropriate length using a 5-mm cannulated drill, the two 
tunnels were interconnected using a dilator (Smith & Nephew 
Endoscopy), and the lateral femoral cortex was drilled through 
the center of the two tunnels using an EndoButton drill (Smith & 
Nephew Endoscopy) (Fig. 6). When using hamstring tendon(s), 
each guide wire was overdrilled for an appropriate length by a 
cannulated drill with a diameter 0.5 mm smaller than that of 
the graft, each socket was dilated using a dilator with a diameter 
similar to that of the graft, and the distant cortex was breached 
with the EndoButton drill. 

The tibial insertion site was arthroscopically determined in 
reference to the ACL remnant, the medial tibial eminence, the 
anterior horn of the lateral meniscus, the intermeniscal ligament, 
and the PCL 14) . Tibial tunnel creation and graft passage were 
performed roughly according to the method described by Ochi 
et al. 15) . Briefly, a No. 11 scalpel blade was used to make a longi- 
tudinal slit in an ACL remnant tissue. This method allowed not 
only visualization of the tips of the guide pins or the drill during 
creation of tibial tunnels but also smooth graft passage. The tibial 
tunnels were placed in the center of the AM and PL footprints 
for double-bundle reconstruction. Meanwhile, two parallel guide 
wires were positioned within the tibial footprint and overdrilled 
for the entire length using a cannulated drill, and a dilator (Smith 
& Nephew Endoscopy) was used to interconnect the two tunnels 
for rectangular reconstruction using a BTB graft. After creation 
of the tibial tunnel, a No. 3 or No. 5 polyester braided suture was 
passed through the eyelet of a passing pin, which was inserted 
into the femoral tunnel through the longitudinal slit in the rem- 
nant tissue of ACL. Subsequently the suture was retrieved by an 
arthroscopic grasper into the tibial tunnel. The graft was passed 
through the remnant tissue and the EndoButton loop was flipped 
outside the femoral cortex in the usual manner. Creation of a 



longitudinal slit, gradual hooking and pulling up the graft by a 
probe, and rounding of sharp corners of the bone plug were es- 
sential to allow technically challenging graft passage of the BTB 
through the remnant tissue. 

Tibial fixation of the hamstring autografts was accomplished 
over a suture after fixation using a fully threaded 6.5-mm cancel- 
lous screw and washer (Meira Inc., Nagoya, Japan). The AM and 
PL bundle grafts were fixed at full knee extension and the BTB 
graft was also fixed at full knee extension. After graft passage, 
when residual remnant impingement on the roof or the lateral 
wall of the femoral notch or the PCL was arthroscopically dem- 
onstrated, the impinging part of the remnant was shaved off (Fig. 
7). 

Materials and Methods 

Between January 2011 and December 2013, we treated 47 pa- 
tients with remnant-preserving ACL reconstruction using the 
navigation system described above, with the aim of creating a 
femoral socket with sufficient remnant tissue from the tibia to the 
femoral notch or the PCL. Eighteen patients underwent remnant- 
preserving ACL reconstruction using a rectangular BTB graft, 
while 29 underwent double-bundle reconstruction using ham- 
string tendon grafts. Remnant-preserving ACL reconstruction 
was performed in patients with type 1, 2, or 3 remnant tissue, as 
described by Crain et al. 16) . They classified the ACL remnants 
into 4 morphological patterns: type 1, bridging between the PCL 
and tibia; type 2, bridging between the roof of the intercondylar 
notch and tibia; type 3, bridging between the lateral wall of the 
intercondylar notch and tibia; and type 4, no substantial ACL 
remnants. Of the 47 patients (22 female and 25 male), 18 had 
type 1 remnant tissue, 10 had type 2 remnant tissue, and 19 had 
type 3 remnant tissue. 
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There were no patients with partial ACL rupture, including iso- 
lated AM or PL bundle rupture. The mean age of the patients was 
31 years (range, 16 to 55 years) at the time of surgery The height 
and weight [means± standard deviations (SDs)] of patients were 
166±9 cm and 62±12 kg, respectively The median duration be- 
tween injury and surgery was 4 months (range, 1 to 348 months). 
3D computed tomography (CT) imaging of the operated knee was 
performed 1 week after surgery and the center of the femoral sock- 
et aperture was calculated according to the quadrant technique, as 
described by Bernard et al. 17) . The incidence of a back wall blowout 



and short femoral tunnel (<25 mm) was evaluated. The Institu- 
tional Review Board approved this retrospective study. Patients (and 
their families) were informed that their data would be submitted 
for publication, and all gave their consent for the same. 

Results 

Data in text are given as means± standard deviations (range, 
minimum to maximum). In ACL reconstruction using a rect- 
angular BTB graft, the center of the femoral socket aperture was 




Fig. 8. Femoral socket(s) on three-dimensional computed tomography (3D CT) after surgery. Medial 3D CT view of the reconstructed distal femur at 
1 week after surgery shows accurately placed femoral sockets for hamstring tendon graft (A) and an accurately placed rectangular femoral socket for 
a bone-patellar tendon-bone graft (BTB) (B). Morphometric assessment of femoral tunnel positioning was performed using the quadrant technique, 
as described by Bernard et al. 17) . The horizontal position of the femoral tunnel center is defined as the percentage distance from the most posterior 
contour in reference to the total length of the lateral condyle, whereas its vertical position is defined as the percentage distance from Blumensaats line 
in reference to the total lateral intercondylar notch height. For the rectangular tunnel for the BTB grafts, the center of the ellipse by which the rectan- 
gular tunnel aperture was approximated was defined as the center of the femoral tunnel for the BTB graft. The black square shows the location of the 
center of the anteromedial socket, the black triangle shows the location of the posterolateral socket, and the black dot shows the center of the socket 
location in anterior cruciate ligament reconstruction using a BTB graft. 



Table 1. Comparison Between the Cadaver Studies and the Current Study Using the Quadrant Method 

Horizontal position (%) 



Vertical position (%) 



AMB 



PLB 



Mean 



AMB 



PLB 



Mean 



Current study 

Double-bundle 

Bone-patellar tendon-bone 
Forsythe et al. 18) 
Leeetal. 19) 



25.5±4.7 

21.7 
34.2 



32.9±5.6 

35.1 
38.7 



29.1±4.2 
28.4 
36.5 



34.3±8.0 

33.2 
26.3 



57.5±5.8 

55.3 
53.0 



51.0±9.{ 
44.3 
39.7 



Values are presented as mean±standard deviation or number. 
AMB: anteromedial bundle, PLB: posterolateral bundle. 
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located at 29.1%±4.2% (range, 23.3% to 41.0%) in the horizontal 
direction and at 51.0%±9.8% (range, 34.5% to 71.0%) in the 
vertical direction. In double-bundle ACL reconstruction using 
hamstring tendon grafts, the center of the AM socket aperture 
was located at 25.5%±4.7% (range, 15.2% to 33.4%) in the hori- 
zontal direction and 34.3%±8.0% (range, 19.6% to 47.2%) in 
the vertical direction, while that of the PL socket aperture was 
located at 32.9%±5.6% (range, 24.1% to 43.4%) and 57.5%±5.8% 
(range, 48.5% to 72.0%) in the horizontal and vertical direction, 
respectively. The femoral socket locations were considered to be 
anatomical in accordance with previous cadaveric studies exam- 
ining the positions of the ACL femoral insertion site 1819) (Fig. 8 
and Table 1). Neither back wall blowout nor short femoral tunnel 
was observed. 

Discussion 

Computer-assisted surgery has recently been introduced to 
improve the accuracy and reproducibility of socket placement 
during ACL reconstruction 20 23) . We have been using a 3D fluo- 
roscopy-based navigation system for accurate and reproducible 
placement of the femoral socket through a far AM portal 910) . Us- 
ing this system, surgeons can identify the LIR, which is an impor- 
tant landmark for ACL femoral insertion not only on arthroscopy 
but also on 3D images of the navigation system during primary 
ACL reconstruction. In remnant-preserving ACL reconstruc- 
tion, arthroscopic imaging alone is insufficient to evaluate tunnel 
placement because the residual remnant impedes visualization 
of the femoral bone surface. Despite poor arthroscopic visualiza- 
tion, this system enables surgeons to visualize the orientation of 
the lateral wall and the roof of the femoral intercondylar notch. 
The principle finding of our research was that morphometric 
analysis of femoral socket placement on postoperative 3D CT im- 
ages using the quadrant method in this report revealed anatomi- 
cal femoral socket placements that were similar to cadaveric data 
previously reported 1819) . According to a cadaveric study described 
by Forsythe et al., the average positions of the center of the AM 
bundle were 21.7% in the horizontal direction and 33.2% in the 
vertical direction, while those of the PL bundle were 35.1% and 
55.3% in the respective directions. Calculated from this data, the 
centers between the AM and PL bundles were located at 28.4% 
in the horizontal direction and 44.3% in the vertical direction. 
Our data were compared with the cadaveric data using 3D CT 
images in previous studies (Table 1). Considering these cadaveric 
data, it was clear that the femoral sockets were anatomically and 
reproducibly created using 3D imaging-based navigation in the 



current series. Furthermore, no complication such as tunnel back 
wall blowout or short femoral tunnel was observed in the current 
series. 

In our opinion, once the ACL has ruptured, the normal tension 
cannot be expected in most cases, even though a part of the ACL 
seems to be intact during arthroscopy. Our concept does not re- 
fer to the reconstruction of a partially ruptured ligament with the 
expectation of maintaining tension in the remaining ligament, 
rather, it is based on the fact that the remnant tissue only has a 
supplementary effect and that the aim of remnant-preserving re- 
construction is coverage by the conserved ACL tissue. Therefore, 
the position of the remnant fibers does not affect femoral socket 
placement using the current technique. Furthermore, decreasing 
the remnant volume by using the double-bundle reconstruction 
procedure is acceptable, and the current procedure can be ap- 
plied to patients in whom the remnant is reattached to the PCL 
or the roof of the notch. 

The current report did not analyze the clinical results of rem- 
nant-preserving ACL reconstruction using the navigation sys- 
tem. Further follow-up is required to confirm whether or not this 
technology will result in good clinical outcomes. It will also be 
necessary to observe whether or not this procedure is associated 
with complications such as Cyclops syndrome or pain and/or 
limited range of knee motion due to impingement on the femoral 
intercondylar roof, lateral wall, or PCL. 

A major problem with the navigation system is the existence 
of inaccuracy. One of the elements that cause the inaccuracy is a 
registration error. In the navigation system described in this re- 
port, registration based on digital fluoroscopic images which are 
acquired during surgery is automatically performed; therefore, 
the registration error can be avoided. According to a laboratory 
study, 3D fluoroscopic navigation can be performed with an 
overall application accuracy of 0.47±0.21 mm 24) . 

There are other disadvantages associated with the navigation 
system described in this report. In this system, a reference frame 
must be fixed to the lateral femur with two half-pins, which ne- 
cessitates additional skin incisions and drill holes in the femur. 
Other disadvantages include exposure of the patient and medical 
staff to radiation at the beginning of the procedure in addition to 
increased medical costs. 

Conclusions 

3D fluoroscopy-based navigation can assist surgeons in creat- 
ing anatomical femoral sockets during technically challenging 
remnant-preserving ACL reconstruction. 
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